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These are the user instructions for
the DS3 Kaye Dynamic Stander and
accessor ies.  AI I  people who set-up,  adjust ,
and use these items should first read these
entire instructions. Please store these
instructions for future reference.

The DS3 is  designed as a
mul t iposi t ional  s tander that  supports  the
user in  a s tanding posi t ion whi le  at  the
same time permits movement wit.hin the base
of  support  when the c l - ient  is  safe ly
a l i gned  i n  a  s tand ing  pos i t i on . .  I t  i s
designed for  users who do not  have
adequate balance,  weight  sh i f t  or  postura l
contro l  to  s tand and walk unaided.

SIZE AND WEIGHT I , IMITS
@priate for  users up
to  1 "0  yea rs  o ld  and  120  pounds .

Assembly
The DS3 is completely assembl-ed except
that  the thoracic  cushion and i ts  a luminum
rod are mounted upside down for shipping.

( S e e  t h e  l e f t  f o n  o f  F i c r t r r p  1 ' l  .  L o o s e n
" " I ,  

L t

knobs M, s l ide the rod out ,  and re- insta l - l -
the rod and the cushion so that  thev are
turned as shown.

HEIGHT ADJUSTMENT
@ os:  height  so that  the
pe l v i c  suppo r t  i s  Leve l  w i t h  t he  use r ' s
h ips.  Refer  to F igure 1 and adjust  the
pelvic support height as follows:
1. Remove the user from the stander.
2.  Support  the weight  of  the pelv ic
supporr .
3 .  Loosen  knobs  "G"  and  "H . "
4.  Sl ide the ver t ica l  extension up or
down, as needed'.
5. Retighten both knobs very secureJ.y.

IOWER CUSHION/KNEE CUSHION ADJUSTMENT
hion,

refer  to  F igure 1 and do the fo l lowing:
1.  Support  the weight  of  the cushion.
2 .  l oosen  knob  " I . "

3.  SLi -de the assembly up or
needed .
4.  Ret ighten the knob " I "  v€r1
5 ,  The  use r ' s  knees  shou ld  go
cushion to prevent pressure on

S.HOE CLAMP ADJUSTMENT

down, as

securely.
bel-ow this

the  knees .

The shoe clamps may need to be
ad jus ted  w i th  use r  i n  p lace  to  ensu re  t ha t
the c lamps f i t  securely  against  the user 's
shoes.  Refer  to F igures 1 and 2 and adjust
the clamps as foll-ows:
L .  Loosen  knobs  " J . "
2 .  Pos i - t i on  t he  use r ' s  f ee t  as  des i red .
3.  Posi t ion the c lamps to secure the feet
i n  p lace .
4.  Ret ighten a l l  e ight  knobs "J."

HEEI STOP ADJUSTMENT
@ removed or  adjusted
forward and backward by us ing the la tches
located at  "X"  in  F iqure 2.

PEIVIC STABILIZER DEPTH ADJUSTMENT
in

Figure 1.  Adjust  the rear  pelv ic
stabi l izer  depth so that  i t .  f i ts  snugly
around the pelv is  and a ids h ip extension.

Be sure the two s ides are ad ' iusted the
same.

PEI,VIC STABIIIZER LATERAL CUSHION

---- 
ReTer to Figure 1 and adjust the

l -atera l  cushions as fo lLows:
1 .  Loosen  knobs  "1 "  (one  pe r  s i de ) .
2.  Reposi t ion the cushions.
3 .  Re t i gh ten  knobs  "L . "

THORACIC SUPPORT INSTALT,ATION AND
ADJUSTMENT-------Th; 

thoracic support helps provide
upper back alignment and should not be
used as a head cushion.

Refer  to d iagram l -  and reposi t ion
the thoracic  support  as fo lLows:
1 .  L o o s e n , k n o b s  " M . "
2.  Adjust  the cushion:height .
3.  Ret ighten knobs "M."



TRAY INSTAIIATION & REMOVAI
Refer to Figures 1 and 3 and install

and remove the t ray as fo l lows:
1 .  The  t ray  l a t ches  a re  l oca ted  on  the
unders ide of  the t ray.  Rotate the loops
forward,  then out ,  then down,  to the
"un la t ched"  pos i t i on  ( see  F igu re  3 ) .
2.  Sl ide the t ray onto the stander,  so
that  the ins ide of  the t ray 's  cutout  f i ts
between the tray support r\O" and tray
gu ides  "P . "  S l - i de  t he  t ray  f u l l y  back .
( S e e  F i g u r e  1 ) .
3.  Rotate the loops of  the t ray la tches
forward, then in, then down, to the
" latched" posi t ion,  as shown in F igure 3.
When latched,  the end of  the loop must  be
posi t ioned ins ide the channel .
4.  PuI I  the t ray forward to ensure that  i t
i s  secu re .
5. To remove the tray, reverse the above
s t e p s .

OPTIONAL LATERAL KNEE SUPPORT CUSHIONS
ort

cushions,  modef  VS1-K,  can be added to the
stander,  as shown in F igure 1.  Insta l -L and
adjust  the la tera l  knee cushions as
fo l l -ows:
1 .  The  ]a te ra l  knee  cush ions ,  i f  o rde red ,
wi l l  sh ip separate ly .
2.  Or ient  the opt ional  cushions as shown
in Fi .gure 1.  Al ign these so that  bol ts  "Q"
pro ject  in to the s lot  in  the metal
b r a c k e t s .
3.  Pface a f l -a t  washer and knob on the
longer of  the bol ts  \ \Q" and securely
t iqhten.  (The knobs and washers ship wi th
the  op t i ona l  cush ions . )  .
4 .  To adjust  the la tera l  knee support
cushions:  loosen knobs "Q" i  reposi t ion the
cushionsi  and ret ighten the knobs.

OPTIONAI ABDUCTOR
An optional abductor,

can be added to the stander,
F igu re  1 .  I ns ta l l -  and  ad jus t
as  f o l l ows :

model A3-D ,
as shown in

the abductor

1.  The abductor ,  i f  ordered,  wi l l  sh ip
separate ly .
2. Orient. the optional- abductor as shown
in Figure 1- .  Note that  there are three
bof ts  that  prot rude f rom the base of  the
abductor .  These shouLd protrude into the
three holes that  are iocated below the
standert  s  lower cushion.

3.  Securely  t ighten knob "R" to at tabh the
abductor .
4.  To adjust  the width of  the abductor :
]oosen knobs "S"I  reposi t ion the cushions;
and  re t i gh ten  the  knobs .

IOCKING OUT MOVEMENT
NOTE: When a c l ient  t ransfers in to and
6[E--6f the DS3, it is i.mportant to lock
out  a1I  movement of  . the stander.  To do
t h i s :

1.  Locate the two f la t  hor izonta l
aluminum bars near the top of the
stander.  When locked,  these bars
form a hor izontaf  \ \V" .  They have a
labe l  s ta t i ng  "To  l ock  ve r t i ca l l y ,
p ivot  these two arms d iagonal ly
forward and fit both of them over
the ver t ica l  p in at  the f ront  of  the
ver t ica l  post .  "

2.  Pivot  the two hor izonta l -  bars
diagonal ly  and f i t  the hole in  the
end 'o f  the bars over  the ver t ica l
p in at  the f ront  of  the square
aluminum ver t icaf  post .
Locate the la tches on the unders ides
o f  t he  l ock ing  ba rs .  The re  i s  one
Ia t ch  on  each  ba r .
Rotate these latches so that  they
are parallel and completely hidden
by the f la t  bars.  This locks the
bars in place and stops all movement
of  the stander.
To  un lock ,  r o ta te  t hese  La tches  so
that  they can be seen on the
outs ides of  the f  l -a t  bars.
Lift each fLat al-uminum bar over the
vertj-cal post and rotate them toward
each other and away from the center
post .  Movement is  now possib le and
can be set  according to the
instruct ions that  fo l low.

Adiusting the Spring Loaded Crank to
Adju,st Movement

This feature on the DS3 is designed to
aLter the amount of movement that is
possible in the stander.  There are several
reasons why the therapist might want to
change this sett ing. These are not precise
adjustments and wi1l  need to be al tered to
meet the goals set for each individual
cL ien t .
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1.  I f  the c l ient  is  fear fu l  o f  movement
in standing, iacreage the tension on
the springs by turning the handle
counter  c lockwise This wi I I  I imi t
the amount of movement that the
cl - ient  exper j -ences.

2.  I f  the c l ient  is  smaLl  or  l ight
weight, dscreale the tension on the
springs by turning the handle
c lockwise to make i t  easier  to
produce movement.

3 .  I f  t he  cL ien t  needs  to  p rac t i ce  w ide
excursions of movement, decreage the
tension on the spr ings by turn ing
the handle c lockwise th is  wi l l  make
wider  excurs ions possib le.

4 .  I f  t he  c l i en t  needs  to  p rac t i ce
matching postura l  adjustments to
function, the movement wil l need to
be damped down. Increlec the tension
on the spr ings by turn ing the handLe
counter  c lockwise to make th is
poss ib le .

Note:  The handle can be f l ipped over  and
fo lds in  for  s torage or  passage through
doo rs .

Pelvic Support Opening, Closing and
Locking in Place

A1ways support ttre user before olrening the
pelvic aupport and whilc ttre rupport is
oPen.

Refer  to F igures 4 and 5 to locate and
operate the la tches that  l -ock and unlock
the pelv ic  support .

1.  Locate the la tches " f , "  on Figures 4
and 5.  These permi t  h inging open the
pelv ic  support  to  fac i l i ta te the
entry and exi t  o f  the user .

2 .  I n  f i gu re  4 ,  t he  two  l a t ches  a re
pivoted to the l -ef  t ,  which permi- ts
the pelv ic  support  to  ,be h inged
open .

3.  To fatch the pelv ic  support  c losed,
and secure the user  in  the standing
posj - t ion,  a l ign the la tches wi th the
4" wide s lot  in  the large square
a]uminum tube "T" .  Note that  there
are two l -atches,  one on top and a
second one on the bot tom.

4.  Pivot  both of  the fatches to the
r ight  as far  as they wi l l  go so that
they f i t  in to the s lot  in  \ \T"  and
secure the user  in  the stander.

5. Iq)ortant: The black cap nuts rrN"

must  be t ight  enough,  especia l ly  the
bot tom one,  so that  the f r ic t ion
prevents accidenta l  opening of  the
la t ches .  Check '  t h i s  f r equen t l y  and
t ighten as needed.

MAINTENAI{CE Al.lD CARE
@cts regularry. Tighten
the hardware as necessary.
2.  I f  an i tem needs serv ice or  spare par ts ,
contact Kaye Products, Inc. or the
distributor from whom you purchased the
item,
3. If a problem is discovered that may
impact the unit 's function, irunediately
cease use and contact Kaye Products, Inc.
4. Do not expose the unit to rain or
submerge it in water.
5. Use a slightly darp cloth to clean the
unit, but wipe the dampness from the wood
af ter  c leanin i i  i t .
5. Avoid ahy undue stress to the unit while
using, storing, or transporting it.
7. The use of two springs provides safety
redundancy. However, if a spring should
break, stop using the unit and contact Kaye
Proudct, Inc.

LIMITED WARRANTY-------TE-?li 
i.tem proves defective within

two years of the original purchase, we wi1l
provide replacement parts in order to
correct that defect. Normal wear and tear
is not covered by the warranty.

Kaye Products, Inc. makes no other
warranty, expressed or implied, and does
not warrant the product as being fit for a
particular purpose. The purchaser, owner,
and user  assume aLl  r isk of  personal  and
property injury due to the use of the
equipment.

CAUTIONS
Tl- o6-i6t adjust the unit whil-e in use.
2.  Watch t raf f ic  pat terns around the
stander to ensure that others do not burnp
or knock the stander.
3. Do not use the unit if there are broken
or miss ing par ts .
4.  Do not  exceed the s ize or  weight  l - imi ts .
5.  Do not  a l ter  the uni t  or  use i t  in  any
way other than described herein.
6. Before use, always ensure that all- of
the hardware is fully t ightened.
7. Do not leave the user unattended.
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8. Always ensure that the pelvic support is
in the locked position while it supports
the user's weight.
9. Do not use the thoracic support as a
head cushion.
L0.Keep the casters locked unless you are
intentionally moving the unit.
11.Keep the rear caster bases locked in
place unless you are moving the unit.
L2.Do not move the unit while in use.

QUESTIONS?
ff you have any questions, comnents,

or reguests, please contact Kaye Productg,
Inc .

( (

Our authorj-zed representative for the
European Medical Device Directives is
Advena, Ltd., 33 Bridge Street, Hereford
HR4 9DQ United Kingdom.

' DS3, September 10, 2007page 4



Thonacic
Cushion

N  (on
opposi-te

DS3, Dynamic Stander' Fig.l

Pelv ic
S tab i l i ze r

s i -der \

Opti-ona1
Q r r n n n r { -u q v v v !  L

K

T  ^ + ^ e - ' l

Cushi-on

!

Latera l  Cushion

Upper leg cushion

OptJ-ona1 Abductor

J

L_l



Tray Latches, FB.3

Above Diagiam Shows
Tray Latch Latched

Abbve Diaqram Shows
Tralz Latch Unlatched
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